[Measurement of lead and cadmium in urine and blood by the inversion volta amperometry using SVA-IBM analyzer].
The authors suggest a method evaluating lead and cadmium in human urine by means of new Russian device SVA-IBM (CBA-IBM). Inversion volta amperometry forms a basis of the method that is quite sensitive, precise and selective. Substances normal for mineralized urine and blood do not interfere with the evaluation. The method is recommended for evaluation of lead and cadmium for clinical, hygienic, toxicological purposes. Unlike polarographic method, the technique requires no metallic mercury and highly pure inert gas.